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Abstract

Background: Surgical robots are increasingly being used in bariatric surgery. While several studies describe the
safety of using barbed sutures in laparoscopic gastric bypass surgery, no reports are available for robotic bariatric
procedures. The aim of our article is to determine whether barbed sutures can be used safely in robotic Roux-en-Y
bypass (RYGB) surgery.

Methods: This was a single-center, single-surgeon case series of RYGB procedures using the da Vinci® Xi Surgical
System (Intuitive Surgery, Sunnyvale, CA, USA) in combination with the use of barbed sutures (Stratafix, Ethicon,
Johnson & Johnson, Cincinnati, OH, USA).

Results: Fifty robotic proximal and distal RYGB surgeries were performed. A linear stapled, side-to-side
gastrojejunostomy was carried out, whereby the enterotomy was completed with a running resorbable
unidirectional barbed suture, Stratafix 2–0. In one case after robotic proximal RYGB, revision surgery was required
due to omentum necrosis. Another patient was readmitted due to gastrointestinal bleeding from anastomosis. No
anastomotic insufficiencies, no stenoses, or higher-grade complications according to Clavien-Dindo 4a-5 were
found.

Conclusions: We found that the use of self-fixing barbed sutures in robotic RYGB is safe. The self-fixing suture
enables the robotic surgeon to perform a simple continuous suture without the need for recurrent retraction.
Although we are the first to report this procedure, we had a low number of cases and no control group; thus,
further studies with a higher level of evidence are required.
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Background
The Roux-en-Y gastric bypass (RYGB) is still one of the
most frequently performed bariatric procedures, and is
considered to be the standard therapy for morbid obesity
especially in the presence of type II diabetes or gastro-
esophageal reflux disease [1, 2]. Routinely, the operation
is performed laparoscopically, whereby various anasto-
motic techniques are described. The linear stapler anas-
tomosis is widely used and is superior to the circular
stapler anastomosis with regard to stenosis rates, wound
infections, and operative time [3]. No difference was
found with regard to insufficiency rates. The

anastomosis can also be completely hand-sewn, which
compared to the circular stapler anastomosis results in
lower wound infection rates and lower gastrointestinal
bleeding rates, within the same operative time and com-
parable safety [4].
We have been using the linear stapler anastomoses

routinely for years. After applying the anastomosis, the
enterotomy must be closed with a suture. Laparoscopic
knotting and suturing is one of the most demanding lap-
aroscopic procedures that must be mastered to avoid
complications. As standard in laparoscopic procedures,
we perform a continuous seromuscular running suture
with resorbable braided suture material 2–0 Vicryl (Ethi-
con, Johnson & Johnson, Cincinnati, OH, USA) for the
gastrojejunostomy and 3–0 Vicryl for the jejunojejunost-
omy. The first assistant is responsible for guiding the
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suture and maintaining the suture tension, as the suture
cannot be tightened easily after completion, especially
with braided sutures.
Self-fixing barbed suture material makes the laparo-

scopic knot obsolete and promises a constant thread
tension after a single tightening of the barbed suture
material. Studies have proven the safety and efficacy of
this special suture material in laparoscopy [5–8]. Gys et
al. reported a comparable operative time with a shorter
anastomosis time in a randomized controlled study [5,
6], while Vidarsson et al. evaluated a cohort of 25,000
patients and found indications of a shortening of the
total operating time, also with comparable safety [7]. Re-
cently, Pennestri et al. also described a significantly
shorter median operative time in laparoscopic RYGB
using the barbed suture in a retrospective analysis [8].
Increasingly, bariatric interventions are also performed

with robot-assisted surgery. Meta-analyses and registry
studies show that the technology is safe [9–11]. At lon-
ger operative times and higher overall costs, robotic sur-
gery seems to be associated with reduced anastomotic
insufficiency and stenosis rates – although large ran-
domized studies are still missing [9, 10].
Since 2017, we have been performing RYGB opera-

tions primarily with the help of the da Vinci® Xi Surgical
System (Intuitive Surgery, Sunnyvale, CA, USA) [12].
Based on our previous experiences with robotic proce-
dures [12–14], we use unidirectional barbed suture ma-
terial for the running suture of the enterotomy. While
barbed sutures are already successfully used in other sur-
gical areas in combination with a surgical robot, for ex-
ample in urethra and bronchial anastomoses [13, 15], we
are not aware of any report on the use of barbed sutures
in robotic gastric bypass surgery. Previous studies on ro-
botic bariatric surgery have mostly used vicryl [16–20].
The aim of our uncontrolled study is to determine
whether barbed sutures can be used safely in robotic
RYGB surgery.

Methods
We report the results from a single-center, single-sur-
geon case series of RYGB procedures that have used the
da Vinci Xi Surgical System (Intuitive Surgery, Sunny-
vale, CA, USA) in combination with the use of barbed
sutures since August 2017 until September 2018. The
data were collected prospectively. Written patient con-
sent and an ethics vote are available. The postoperative
course after robotic proximal gastric bypass, as well as
conversion from sleeve to proximal or distal gastric by-
pass in case of reflux, planned two-stage procedure, or
weight regain, was retrospectively analyzed. Patients
were assessed for postoperative complications on a daily
basis until discharge, and underwent routine outpatient
follow-up at day 30 after surgery. Reoperations within

the first 30 days were encompassed as primary end-
points. Secondary endpoints were the incidence of post-
operative complications according to the Clavien-Dindo
classification [21], both procedure-related and general,
as well as operative time, robotic time, and length of
hospital stay. Results are presented as mean ± standard
deviation. Percentages have been added to categorical
values such as the Edmonton obesity staging system
(EOSS).

Surgical technique
The patient was positioned in a 20° anti-Trendelenburg
position with the right arm extended, and the left arm at
the side. Pneumoperitoneum was established using a 12
mm FIOS First Entry Trocar (Applied Medical, Rancho
Santa Margarita, CA, USA) on the right paramedian,
about 25 cm below the xiphoid. A 12mm trocar was po-
sitioned at the right subcostal region and used mainly
for liver retraction. Four 8 mm da Vinci trocars were po-
sitioned as shown in Fig. 1. For instruments, we used a
fenestrated bipolar forceps on arm 1, a 30-degree angle
optic on arm 2, an Harmonic Ace Curved Shears on
arm 3, and a tip-up fenestrated grasper on arm 4 (Intui-
tive Surgery, Sunnyvale, CA, USA). For suturing, a large
needle driver was changed to arm 3. Following careful
inspection of the situs, the omentum majus was divided
above the colon transversum. After creating a retrogas-
tric tunnel, starting from the lesser curvature

Fig. 1 The first access was performed with a 12 mm FIOS First Entry
Trocar (Applied Medical) on the right paramedian, about 25 cm
below the xiphoid (A2, assist trocar 2). Assist trocar 1 (A1, 12 mm)
was placed at the right lateral flank and used for liver retraction.
Four 8 mm da Vinci trocars (DV1- DV4) were placed along a line at a
distance to each other of about 8 to 10 cm
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approximately 6 cm below the gastroesophageal junc-
tion, the stomach pouch was formed using a linear stap-
ler operated by the assistant. The pouch was opened
distally by the ultrasonic dissector and the biliopancrea-
tic limb was measured 100 cm from Treitz and opened
antimesenterially. The side-to-side gastrojejunostomy
was performed with a linear stapler (Echelon Flex, 45
mm, gold cartridge, Ethicon, Johnson & Johnson, Cin-
cinnati, OH, USA) and the enterotomy was closed using
a continuous seromuscular suture from each corner,
starting with a 15 cm, unidirectional 2–0 Stratafix (Ethi-
con, Johnson & Johnson, Cincinnati, OH, USA) thread
(Fig. 2a-d). Arms 1 and 3 were used dynamically for sew-
ing, while arm 4 was used more statically to optimize
the position of the small bowel loop. The first stitch was
performed in the left lateral corner of the enterotomy,
with inclusion of the staple line (Fig. 2a,b). After com-
pletion of the half anastomosis, a second thread was
started from the right corner (Fig. 2c). The last 2–3
stitches with each thread were guided in opposite

directions to anchor the suture in the tissue and to dis-
pense with the need for a knot (Fig. 2d). The thread
should be cut as short as possible to avoid local adhe-
sions. Proximal to the anastomosis, the small intestine
was separated with the same linear stapler (Echelon Flex,
45 mm, blue cartridge, Ethicon, Johnson & Johnson, Cin-
cinnati, OH, USA). A Roux limb of 150 cm was mea-
sured and a side-to-side linear stapled jejunojejunostomy
was created, again using the 45mm linear stapler (blue
cartridge). The enterotomy was closed by a single run-
ning suture with Stratafix 3–0 (Fig. 2e,f ).
After completing the anastomoses, a methylene blue

test of the gastrojejunostomy, the check for blood dry-
ness, the repositioning of the omentum majus, and the
installation of a drainage were regularly carried out.

Results
From August 2017 to September 2018, the surgeon per-
formed 50 RYGB procedures with the da Vinci Xi Surgi-
cal System using unidirectional Stratafix sutures. Besides

Fig. 2 Nodal points of the running suture in robotic Roux-en-Y gastric bypass, a Start of gastrojejunostomy with 2–0 Stratafix. Positioning of the
small intestine loop with arm 4. b Continuous seromuscular suture. c Use of a second thread from the right corner. d Reversal of the stitch
direction for knot-free fixation of the thread. e Start of jejunojejunostomy with Stratafix 3–0. f Complete closure of the enterotomy before stitch
reversal. Exposure by means of the statically used arm 4
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37 primary proximal RYGB surgeries, four proximal and
nine distal RYGB operations were performed as ReDo
procedures.
The number of procedures performed, gender, age at

surgery, preoperative weight, BMI, and Edmonton obes-
ity staging system (EOSS) are shown in Table 1. Results
such as the duration of surgery, console time, length of
hospital stay, percentage weight loss, number of revision
surgeries, and complications within the first 30 days, ac-
cording to the Clavien-Dindo classification [21], are
listed in the Additional file 1. The complete dataset is
listed in the Additional file 2.
No complications occurred intraoperatively. The run-

ning sutures for closing the enterotomy were performed
without any problems in all cases. In particular, there
were no ruptures of the thread.
The average operation time was 127 min. Twenty-nine

minutes were needed to insert the trocars, place the liver
retractor, local adhesiolysis, dock the surgical robot, and
finally close the abdominal wall, including skin sutures.
In one case, with chronic fistula of the proximal staple
line 14months after sleeve gastrectomy, the indication
for reconstruction into a proximal bypass was given.
The operation and further course were without any
problems. This case explains the longer operation times
with high standard deviation in the robotic proximal
RYGB ReDo group (n = 4). The detailed operation times
are shown in Fig. 3.
Thirty days postoperatively, a mean ± standard devi-

ation excess weight loss of 21.9 ± 7.5% was recorded
after proximal gastric bypass. Ideal body weight was cal-
culated as that equivalent to a BMI of 25 kg/m2. The fol-
low-up rate was 98%.
In one case with abnormal infection parameters, a re-

vision operation was performed after proximal RYGB.
The cause was a partial omentum necrosis. After partial
omentectomy, the patient was discharged on the eighth
postoperative day without further complications. An-
other patient was readmitted 12 days after proximal
RYGB with gastrointestinal bleeding. Gastroscopy
showed an ulcer in the anastomosis area without active
bleeding (Forrest III). No further bleeding occurred
under conservative therapy. Blood transfusion was not

necessary. The patient was discharged after five days and
no more complaints were reported. There were no add-
itional higher-grade complications, in particular no anas-
tomotic insufficiencies and no stenosis.

Discussion
The role of the surgical robot in obesity surgery is still
controversially discussed. At higher costs and overall
longer operation times, meta-analyses indicate reduced
complication rates, but larger and randomized con-
trolled studies are still missing [9–12]. In our clinic, the
robot has been used in gastric bypass operations since
the beginning of 2017, using a technique largely compar-
able to laparoscopy. After linear side-by-side anasto-
mosis, the remaining opening is closed by a continuous
seromuscular suture. While in the conventional laparo-
scopic technique the first assistant guides the suture
after each stitch and keeps it taut, these steps cannot be
carried out in the same sequence using robots because
the fourth arm is used mainly for static activities. In
principle, the thread could be taken over by the third in-
strument at the fourth arm, but this would impair the
course of the operation because frequent changes of the
two instruments controlled by the surgeon’s right hand
would be necessary. In presence of a second console sur-
geon, the fourth arm could also be used for dynamic as-
sistance – but this requires the availability of a second
console. Since the arms must not be used outside the
field of vision due to the lack of haptic feedback, the
thread must be released and gripped more frequently.
These problems are solved by using the self-fixing
barbed suture material, which ideally complements ro-
botic surgery. The suture is tightened once in a con-
trolled manner and then maintains its tension. A
continuously constant tension is thus guaranteed despite
the lack of retraction. In addition, the final knot is not
necessary, although technically this is easily possible
with the help of the robot. We consider the 15-cm long
thread to be appropriate. Longer threads make the guid-
ance more difficult. Because of the better visibility, we
use the colored version. It should be noted that after
completion of the anastomosis, the thread should be cut
as short as allowable to avoid local adhesions. Overlong

Table 1 Number of procedures performed, gender, age at surgery, preoperative weight, BMI, and classification of comorbidities
according to the Edmonton obesity staging system (EOSS)

n Female Male Age, y Weight, kg BMI, kg/m2 EOSS 1 EOSS 2 EOSS 3 EOSS 4

Robotic prox. RYGB 37 28 (76%) 9 (24%) 43.8 ± 12.3 139.3 ± 18.0 47.0 ± 4.2 3 (8%) 16 (43%) 14 (38%) 4 (11%)

Robotic prox. RYGB ReDo 4 3 (75%) 1 (25%) 51.6 ± 10.5 106.8 ± 21.7 36.6 ± 9.4 0 2 (50%) 2 (50%) 0

Robotic dist. RYGB ReDo 9 5 (56%) 4 (44%) 45.2 ± 11.8 142.6 ± 26.4 48.0 ± 6.1 1 (11%) 3 (33%) 5 (56%) 0

All 50 36 (72%) 14 (28%) 44.7 ± 12.1 137.3 ± 21.6 46.4 ± 5.7 4 (8%) 21 (42%) 21 (42%) 4 (8%)

Values are mean ± standard deviation. Percentages have been added to categorical values. Robotic prox. RYGB: da Vinci proximal Roux-en-Y gastric bypass;
Robotic prox. RYGB ReDo: da Vinci proximal Roux-en-Y gastric bypass as secondary procedure; Robotic dist. RYGB ReDo: da Vinci distal Roux-en-Y gastric bypass as
secondary procedure
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threads carry the risk of developing an acute intestinal
obstruction [22].
Another possible advantage of using the barbed suture

is a gain in time; however, we cannot judge this due to
the lack of a control group. Vidarsson et al. 2017 [7] and
Pennestri et al. 2018 [8] describe a significant time gain
using barbed sutures in laparoscopic RYGB procedures,
whereas Gys et al. 2017 found significant time benefit
only for the anastomosis itself, not for the total proced-
ure time [6]. Compared to a historical laparoscopic
RYGB cohort [12], the mean operative time with the
surgical robot was about 10 min shorter. As yet, we are
unable to provide a comparison with a robotic gastric
bypass using Vicryl (Ethicon, Johnson & Johnson, Cin-
cinnati, OH, USA). Compared to previous studies [16–
20], which used vicryl in robotic RYGB, our average op-
erative time of 121 min (robotic proximal RYGB, Add-
itional file 1) is much shorter (Ahmad 2016 155 min,
Benizri 2013 130 min, Buchs 2014 245 min, Hagen 2011
293 min / mean operative time, robotic RYGB). How-
ever, the anastomosis techniques are not comparable. In-
stead of a robotic-sewn gastrojejunostomy, we regularly
performed a side-to-side linear anastomosis.
The use of self-fixing sutures may reduce the learning

curve of bypass surgery [23]. Our own experience shows
that in the course of the 37 proximal RYGB operations,
a continuous improvement in the mean operation time
was achieved. To what extent the use of the suture ma-
terial had an influence on the learning curve cannot be
assessed. In our opinion, this is rather the result of the
increasing experience with the da Vinci Surgical System.
Our data show that the use of barbed sutures in ro-

botic RYGB surgery is safe. No intraoperative complica-
tions occurred. No thread ruptures were observed.
While the weight course was comparable to the ex-
pected weight loss, our cohort showed no insufficiency
nor stenosis of the anastomosis. Due to omentum

necrosis, one case was subjected to a relaparoscopy and
partial omentum resection. This complication was not
related to the selected suture material or the use of the
da Vinci Surgical System.
It should be noted that the cost of a Stratafix thread is

many times higher than the cost of a Vicryl thread
(€23.04 against €1.80, Ethicon, Johnson & Johnson, Cin-
cinnati, OH, US). At a cost of around €15 per minute
for an operating theatre in our hospital, the investment
would pay off if there was a time gain of 1.5 min. We as-
sume that this is the case, even though the previous data
do not yet allow this conclusion.
In our opinion, the use of self-fixing sutures is an ideal

complement to the surgical robot. Even without perman-
ent retraction via a third instrument using the fourth ro-
botic arm or the assistant, the suture promises a
continuously constant tension. Due to the above-men-
tioned advantages, the suture material is now being ex-
clusively used in laparoscopic as well as robotic gastric
bypass and is increasingly established in other areas as
well in our clinic. According to the manufacturer Ethi-
con, Johnson & Johnson (Cincinnati, OH, USA), there is
no contraindication regarding the use of the suture ma-
terial in gastrointestinal anastomoses, but the manufac-
turer has not yet tested its safety and effectiveness so far.
This makes corresponding studies all the more import-
ant, as the material is already widely used.
Although we are the first to report on the use of

barbed sutures in robotic bariatric bypass surgery, it
must be noted that our cohort is relatively small with a
missing control group. All procedures were performed
only by a single surgeon using a linear stapling tech-
nique. Whether the use of barbed sutures has advan-
tages over conventional sutures cannot be answered by
this study. Furthermore, the case series does not allow a
statement on cost efficiency, time efficiency, or effects
on the learning curve.

Fig. 3 Operative times in hours of primary proximal robotic Roux-en-Y gastric bypass procedures listed by date of surgery. Implemented trendline
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Conclusions
The results of our study indicate that use of self-fixing
barbed sutures in performing intestinal anastomosis dur-
ing the robotic RYGB is safe and appropriate. Further
studies with higher evidence levels are required.

Additional files

Additional file 1: Peri- and postoperative results after using barbed
sutures in robotic bariatric bypass surgery. Operative time, robotic time,
length of hospital stay, and ideal body weight was calculated as that
equivalent to a BMI of 25 kg/m2. Follow-up rate 98%, number of
reoperations and complications within the first 30 days according to
Clavien-Dindo classification [21]. (DOCX 16 kb)

Additional file 2: Complete dataset of robotic RYGB surgeries. (CSV 3
kb)
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