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Endoscopic surgery suturing techniques: 
a randomized study on learning
F. J. Voskens1,3* , E. M. van der Schans1,3, J. P. Ruurda2 and I. A. M. J. Broeders1,3 

Abstract 

Background: Surgeons have widely adopted endoscopic suturing techniques using conventional laparoscopic 
instruments and the more advanced robotic systems. The FlexDex is a novel articulating laparoscopic needle driver 
providing enhanced dexterity in laparoscopic surgery. This study evaluates and compares the learning curve of endo-
scopic suturing with conventional laparoscopy, the FlexDex and robotic suturing in novices.

Methods: Participants performed a minimal invasive suturing task in three different ways in a randomized order: with 
a conventional laparoscopic needle driver, using the FlexDex needle driver and third, using the Da Vinci Si surgical 
system. Primary outcome was suturing task time. Secondary outcome parameters were assessment of suturing qual-
ity and workload perception.

Results: A total of 10 novice participants were included and completed a total of 300 sessions. Median (IQR) suturing 
time of the first 5 sessions was 231 s (188–291) in the laparoscopic group versus 378 s (282–471) in the FlexDex group 
versus 189 s (160–247) in the DaVinci Si group. The last 5 sessions showed significant reduction of median suturing 
time of 143 s (120–190), 232 s (180–265) and 172 s (134–199) respectively. Analysis identified that the learning curve 
for the laparoscopic needle driver and Da Vinci Si was reached in 5 sessions, compared to 8 sessions for the Flexdex. 
The laparoscopic needle driver and Da Vinci Si showed a significant shorter median suturing time compared to the 
FlexDex (p = 0.00). The FlexDex quality assessment scores were significantly lower compared to the laparoscopic 
(p = 0.00) and robotic (p = 0.00) scores and perceived workload remains high for the FlexDex users.

Conclusions: Ex vivo endoscopic suturing with the FlexDex demonstrated a prolonged learning curve compared 
to laparoscopic and robotic suturing. The learning curve of the FlexDex is fundamentally different from conventional 
laparoscopic and robotic instruments. This study provides further insights in the implementation and training of 
endoscopic suturing techniques.

Keywords: Surgical robotics, Laparoscopic suturing, Robotic suturing, Learning curve, Medical robots and systems

© The Author(s) 2022. Open Access This article is licensed under a Creative Commons Attribution 4.0 International License, which 
permits use, sharing, adaptation, distribution and reproduction in any medium or format, as long as you give appropriate credit to the 
original author(s) and the source, provide a link to the Creative Commons licence, and indicate if changes were made. The images or 
other third party material in this article are included in the article’s Creative Commons licence, unless indicated otherwise in a credit line 
to the material. If material is not included in the article’s Creative Commons licence and your intended use is not permitted by statutory 
regulation or exceeds the permitted use, you will need to obtain permission directly from the copyright holder. To view a copy of this 
licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/. The Creative Commons Public Domain Dedication waiver (http:// creat iveco 
mmons. org/ publi cdoma in/ zero/1. 0/) applies to the data made available in this article, unless otherwise stated in a credit line to the data.

Background
Over the years constant innovation and technological 
advancement have facilitated surgeons to expand their 
practice of laparoscopic surgery [1–8]. Nonetheless, 
laparoscopic intracorporeal suturing remains an impor-
tant technical barrier in laparoscopic surgery [9, 10]. It 

is an advanced skill to master with an extensive learning 
curve, mainly due to the limited degrees of freedom of 
the surgical instruments and the fulcrum effect [11, 12]. 
The implementation of robotic systems, including the da 
Vinci Surgical System, offers a solution for the challenges 
of intracorporeal suturing [13, 14]. The 3D imaging, 
tremor elimination, enhanced ergonomics and articulat-
ing instruments improve surgical performance and make 
complex tasks such as suturing easier to perform [15, 
16]. Robotic assisted suturing has demonstrated to have 
a shorter learning curve compared to laparoscopy and is 

Open Access

*Correspondence:  frankvoskens@gmail.com
1 Department of Surgery, Meander Medical Center, Maatweg 3, 
Amersfoort, The Netherlands
Full list of author information is available at the end of the article

http://orcid.org/0000-0002-8515-0408
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/publicdomain/zero/1.0/
http://creativecommons.org/publicdomain/zero/1.0/
http://crossmark.crossref.org/dialog/?doi=10.1186/s12893-022-01513-2&domain=pdf


Page 2 of 7Voskens et al. BMC Surgery           (2022) 22:59 

especially beneficial when suturing in deep and confined 
operating space [17].

Meanwhile the majority of surgeons worldwide still 
do not have daily access to a robotic system [18]. The 
significant costs of robotic surgery remain an important 
restrictive factor. This financial gap between laparoscopic 
and robotic instruments has motivated the development 
of hand held articulating laparoscopic suturing instru-
ments, such as the FlexDex Surgical laparoscopic needle 
driver (FlexDex, Inc., Brighton, MI), Kymerax (Terumo, 
Japan) [19] and the Radius Surgical System (Tuebin-
gen Scientific. Medical GmbH, Germany)[20, 21]. These 
instruments provide the surgeon with some of the dex-
terity benefits of robotic surgery. To date the acceptance 
and extensive use of articulating laparoscopic instru-
ments remains limited. One of the main reasons is the 
significant learning curve [22]. In order to succeed an 
instrument should feel as a natural extension of the arm, 
wrist and hand and should be easy to use. The FlexDex is 
a novel mechanically articulated suturing device (Fig. 1). 
This arm mounted device is fundamentally different from 
previous articulating needle holders, since it converts 
wrist movements into articulation of the tip of the instru-
ment. This design allows parallel mapping, translating the 
movement of the surgeon into respective movement of 
the end effector [23]. Use of the FlexDex could improve 
the ergonomics of the surgeon in comparison with con-
ventional laparoscopic instrumentation.

The extent of the learning curve of the FlexDex is 
unknown. It is necessary to take learning curves of inno-
vative instruments into account since it puts the effec-
tiveness of innovations into perspective. The aim of this 
study was to evaluate and compare the learning curve of 
minimal invasive suturing by novices using the FlexDex, 
conventional laparoscopic needle driver and the Da Vinci 

Si surgical system. Our hypothesis was that the learn-
ing curve of the FlexDex is longer compared to laparo-
scopic and robotic suturing, since the device seems more 
complex compared to laparoscopic and robotic suturing. 
We expect novices to have the shortest learning curve of 
minimal invasive suturing with the DaVinci Si, due to the 
benefits in interface, dexterity and ergonomics [24].

Methods
Study setting
This randomized crossover study was performed at the 
Meander Medical Center Amersfoort, The Netherlands. 
Ten junior residents without experience in laparoscopic 
surgery were recruited. Residents with prior endoscopic 
suturing experience were excluded from participation. 
Baseline demographic data of the participants were col-
lected at the time of consent and participation was vol-
untary. Participants were consecutively randomized into 
one of the 3 groups by means of sealed envelope tech-
nique to determine the order of device of each session 
(e.g., ABC, BCA, CAB for 3 devices A, B and C). The first 
group started using the conventional laparoscopic needle 
driver (A), followed by the Da Vinci Si (B) and the Flex-
Dex (C). The second group started using the Da Vinci 
Si and the third group started with the FlexDex. After 
completion of the first session the sequence per group 
alternated.

Suturing task
The suturing tasks were performed within a laparo-
scopic box trainer environment (d-box laparoscopic 
simulator). The participants started the study with a 
brief training of 10  min on each modality and every 
session started with a ‘rope passing’ exercise designed 
for familiarization. This exercise was not part of the 
evaluation. Subsequently the participant performed 
the suturing task. A suturing pad with three premarked 
targets as exit points at 1-cm intervals was placed with 
an angle of 45° to the scope. The first step consisted 
of passing the needle through the most cranial target. 
This was followed by tying one surgeon’s knot and two 
square ties. The task was finished by passing the needle 
through the two remaining targets. Trocar placement, 
camera position, angle of the laparoscope and suture 
material (Vicryl 3–0 SH plus 26 mm, Ethicon, Johnson 
& Johnson) were standardized. Laparoscopic imaging 
was in 3D, in order to limit difference to the da Vinci 
Si surgical system imaging. In this study we used the 
10  mm 3D EndoEye Star videoscope of Olympus for 
3D laparoscopy. The tasks were completed bimanu-
ally. A reusable laparoscopic grasper was used as the 
left instrument during suturing with the conventional 
laparoscopic needle driver and the FlexDex. Two arms, Fig. 1 The FlexDex surgical laparoscopic needle driver
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next to the camera arm, were docked on the da Vinci 
Si system: the Wristed Needle Driver on the right side 
and the Cadiére Forceps on the left side. A maximum 
of 600  s was given to complete the suturing task per 
device. If suture breakage occurred, the participant 
started over and the time of the previous broken suture 
was added. Previous studies have shown that the learn-
ing curve for both laparoscopic and robotic instrumen-
tation improved within five sessions and is flattened by 
the 10th session [17, 25]. Since the learning curve in 
the current study was expected to be comparable, each 
participant performed 10 session with each suturing 
device.

Outcome variables
The primary outcome of this study was task efficiency, 
defined as suturing task time (s). Secondary outcomes 
were the quality assessment of the laparoscopic sutur-
ing skills and the workload assessments. The suturing 
task was recorded by a digital video recorder and coded 
to blind the study session for the observers. Analysis of 
the videos was performed by 2 blinded observers with 
the Global Operative Assessment of Laparoscopic Skills 
(GOALS) checklist. This is a 29-point validated check-
list for the assessment of endoscopic suturing skills 
[26]. Following each suturing task the participants were 
asked to complete the National Aeronautics and Space 
Administration Task Load Index (NASA-TLX) [27]. The 
NASA-TLX is a validated workload assessment tool, 

measuring self-ratings of satisfaction, performance and 
fatigue of the participants.

Statistical analyses
Data analysis was performed in consultation with a stat-
istician. Continuous variables were assessed for nor-
mality and were presented as medians and interquartile 
ranges if not normally distributed. Nonparametric tests 
were used for statistical analyses. The Kruskal Wallis test 
was used to analyze the differences in outcomes between 
the laparoscopic, robotic and FlexDex group. If the 
groups differed significantly, pairwise comparisons were 
performed to determine the significance between each 
group using the Mann–Whitney U test. The Wilcoxon 
signed rank test was used to test improvement within 
each group, comparing the first five sessions and last five 
sessions. Data was analyzed using SPSS version 26, with 
the significance level set at p = 0.05.

Results
Mean age of the ten participants was 30  years and the 
male–female ratio was 8:2. Together, the participants 
completed a total of 300 sessions. Suture breakage 
occurred in eight sessions, all with the DaVinci Si. The 
median completion time of the suturing task is displayed 
in Fig. 2. Visual analysis of the curve of the conventional 
laparoscopic and robotic group shows the same pattern 
of improvement with a plateau reached after 5 sessions. 
The most rapid decline is seen in the FlexDex group. 
Median completion time at the start in the FlexDex group 
is high and a plateau in time is reached after 8 sessions. 

Fig. 2 Median time with IQR suturing task
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5 participants could not complete the suturing task with 
the FlexDex at their first sessions within the time allot-
ted (600  s). The resulting median times per suturing 
device are shown in Table 1, set out in the first and last 
five sessions. Median (IQR) suturing time of the first 5 
sessions was 231  s (188–291) in the laparoscopic group 
versus 378 s (282–471) in the FlexDex group versus 189 s 
(160–247) in the DaVinci Si group. Analysis of the last 5 
sessions showed significant reduction of median sutur-
ing time of 143  s (120–190), 232  s (180–265) and 172  s 
(134–199) respectively. Minimal invasive suturing with 
the FlexDex remained significantly slower throughout 
the study compared with laparoscopic and robotic assis-
tance (p = 0.00).

Table  2 and Fig.  3 present the performance scores of 
the GOALS checklist. Overall the FlexDex scored signifi-
cantly lower when compared to the laparoscopic needle 
driver and the Da Vinci Si. There were no significant dif-
ferences between the GOALS scores of the laparoscopic 
needle driver and Da Vinci Si. Direct comparison of the 
first 5 sessions with the last 5 sessions showed statisti-
cally significant improvement for the FlexDex (p < 0.00). 
The DaVinci Si and laparoscopic needle driver did not 

show significant improvement in GOALS scores between 
the first and last five sessions. The mean workload scores 
for each of the six subscales of the NASA-TLX tool are 
presented in Fig.  4. Analysis of the six subscale scores 
demonstrated that the perceived workload with the Flex-
Dex were highest on each of the subscales.

Discussion
This randomized, cross-sectional study confirmed a 
prolonged learning phase of endoscopic suturing with 
the FlexDex for novices compared to laparoscopic and 
robotic suturing. The FlexDex learning curve has a sig-
nificantly high median suturing time at the start and is 
followed by a steep learning curve. Endoscopic suturing 
with the laparoscopic needle driver and the DaVinci Si 
showed similar characteristics in learning curve peaks, 
however the robotic group showed shorter median sutur-
ing time in the first five sessions. This study indicates 
that manipulation of the FlexDex is different from con-
ventional laparoscopic and robotic systems and requires 
more training.

Limited research has been done on mechanically artic-
ulated suturing devices [21, 28, 29]. The Radius Surgical 

Table 1 Total median time (s) of the suturing task per device

Values are expressed in median and interquartile range

n = total number of sessions
(a) Kruskal Wallis Test
(b) Mann–Whitney U test
(c) Wilcoxon signed rank test

Laparoscopic 
needle driver
(n = 100)

FlexDex
(n = 100)

DaVinci Si
(n = 100)

p  value(a) Post hoc  analysis(b)

Lap vs FlexDex FlexDex vs 
DaVinci Si

Lap vs 
Da Vinci 
Si

Session 1–5 231 s (188, 291) 378 s (282, 471) 189 s (160, 247) 0.00 0.00 0.00 0.05

Session 6–10 143 s (120, 190) 232 s (180, 265) 172 s (134, 199) 0.00 0.00 0.00 0.07

p  value(c) 0.00 0.00 0.00

Table 2 Total median checklist scores (GOALS) of the suturing videos

Values are expressed in median and interquartile range. A higher score indicates a better result, maximum score of 29
(a) Kruskal Wallis Test
(b) Mann–Whitney U test
(c) Wilcoxon signed rank test

Laparoscopic 
needle driver

FlexDex DaVinci Si p  value(a) Post hoc  analysis(b)

Lap vs FlexDex FlexDex vs 
DaVinci Si

Lap vs 
Da Vinci 
Si

Session 1–5 17.5 (15.3, 19) 13 (11, 16) 19 (16, 21) 0.00 0.00 0.00 0.17

Session 6–10 18 (16.8, 19.3) 17 (14.5, 19) 18 (16, 20) 0.01 0.01 0.00 0.77

p  value(c) 0.29 0.00 0.81
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System is the only commercially available mechanically 
articulated suturing device of which learning curve stud-
ies have been published. The Radius Surgical System has 
a different design compared to the FlexDex, flexion is 
controlled by deflecting the instrument handle and rota-
tion is controlled by a thumb knob on the handle. One 
study has evaluated the learning curve of one single sur-
geon with the Radius in performing intracorporeal ure-
thra-vesical anastomosis on a pelvitrainer and stated a 
learning curve of less than 10 anastomoses [28]. Results 
from another study of one surgeon using the Radius on 
a colorectal anastomosis showed different results. They 
suggested that proficiency was achieved after 21 proce-
dures, following a steep learning curve [28]. Despite the 
limited number of participants and the varying study 
results, these studies provide insight in the unique learn-
ing curve of articulating laparoscopic instruments: fast 
improvement after a challenging slow start. In the pre-
sent study the completion time with the FlexDex was 
high in the first five sessions, mostly accounted by the 

fact that 5 participants could not complete the suturing 
task at their first session within the time allotted (600 s). 
This is however followed by a rapid decline in completion 
time. We could conclude that it needs more time to allow 
novice users to convert the rotational movements of the 
wrist and arm with the Flexdex into precise movements 
at the instrument tip.

Different parameters exist to demonstrate a learning 
process [17, 30]. In addition to task completion time anal-
ysis, the performance curve of laparoscopic and robotic 
suturing showed a consistently high performance with 
limited increase during the study. In contrast, the median 
performance scores of the FlexDex were significantly 
lower (p < 0.05) than laparoscopic and robotic suturing 
and showed steady improvement throughout the study. 
Moreover, it did not reach a plateau phase at the end of 
the study. This suggests persistent learning of the par-
ticipants and indicates the inability for FlexDex users to 
deliver the same suturing quality as seen in the robotic 
and laparoscopic group at this stage of their learning 
curve. The importance of incorporating multiple assess-
ment parameters in a learning curve study was previously 
demonstrated [24]. This study compared the learning 
curve of laparoscopic versus robot assisted suturing on 
two different simulators. Outcome parameters were 
median time, off screen percentage and adequate knot 
percentage which resulted in three different learning 
curves. Median completion time and off screen percent-
age favoured the robot assisted group and adequate knot 
percentage favoured the laparoscopic group.

This study was performed on novice users without 
minimal invasive suturing experience. In future stud-
ies it will be interesting to study the learning curve for 
experienced surgeons [24]. Surgeons already mastering 

Fig. 3 Median checklist scores (GOALS) of the suturing videos

Fig. 4 Mean workload items of NASA-TLX scores
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minimal invasive suturing skills could acquire proficiency 
of a new device more easily, since they do not have to 
concentrate on the technical aspects of suturing and knot 
tying. Furthermore, translation to the clinical operative 
setting would be of value to identify the additive value 
of the FlexDex in complex surgery. The ergonomics and 
effectiveness of the FlexDex has been evaluated in small 
clinical studies [23, 29]. Improved ergonomics and effec-
tiveness of the FlexDex at difficult anatomic locations was 
demonstrated. The current study showed high workload 
scores for the FlexDex users. In this study these ergo-
nomic benefits were not reflected in the reported work-
load scores. This is probably caused by the prolonged 
learning process of the participants.

We can support the assumption that surgeons, after 
adequate training with the FlexDex, could benefit from 
the increased dexterity and the preservation of haptic 
feedback. Currently the Da Vinci surgical system does 
not have haptic feedback capabilities. Haptic feedback 
offers useful information about the tension of a knot 
during suturing. Our study supports the importance 
of haptic feedback for novices, since suturing with the 
DaVinci Si resulted in a relatively high amount of suture 
breakage (n = 8), a problem that has been described in 
previous studies [31, 32]. In this study all suture break-
ages occurred during knot tying. Novice participants 
have difficulties to assess the applied forces of the robotic 
instruments on the suture. In practice, surgeons need to 
compensate the lack of haptic feedback by visual clues 
and experience [33].

The main strengths of this study are the study design 
and the inclusion of three different suturing modalities. 
Another strength is the use of a box trainer with real 
instruments. The majority of previous learning curve 
studies on endoscopic suturing used virtual reality simu-
lators with different simulator modalities and outcome 
parameters, limiting direct comparison and resulting in 
bias [17, 24].

This study has several limitations to be mentioned. 
First is the limited number of endoscopic suturing ses-
sions. Although we clearly denoted a prolonged learning 
curve in FlexDex users, there was still persistent learning 
visible for suturing quality in the FlexDex group.

The second limitation of our study involves the intra-
corporeal suturing task. A more challenging suturing 
task within a limited working space might have demon-
strated the articulating benefits of the FlexDex and the 
Da Vinci Si more substantial compared to conventional 
laparoscopy. Another limitation is the unbalanced group 
size in the block randomization, resulting in a total of 
34 sequences starting with laparoscopy and 33 sessions 
starting with the FlexDex or the Da Vinci Si. There is a 
possibility of bias, however this design was accepted due 

to logistics. The minor imbalance in device sequence is 
not expected to have a significant effect on the results.

Notwithstanding these limitations, this study offers 
insight into the learning curve of the FlexDex in rela-
tion to other minimal invasive suturing modalities. For 
now, we consider surgeons most proficient at acquir-
ing profit of the FlexDex are those with high exposure 
in intracorporeal suturing, such as in bariatric surgery. 
Furthermore, it could be very interesting to use the Flex-
Dex in procedures with limited working space, such as in 
transanal minimally invasive surgery and paediatric sur-
gery. Nonetheless this study indicates that surgeons need 
proper training and should not use the FlexDex for that 
one stitch a year.

Conclusions
This is the first study to report on the learning curve of 
the FlexDex, a novel mechanically articulating needle 
driver. The use of the FlexDex demonstrated a longer but 
steeper learning curve during minimal invasive suturing 
in novices compared to robotic suturing. The laparo-
scopic needle driver and Da Vinci Si showed a significant 
shorter median suturing time compared to the FlexDex. 
This study provides new insight in the further imple-
mentation and training of mechanically articulating nee-
dle holders to avoid learning curve effects for patients. 
Future studies should further clarify the potential ben-
efits and limitations of each suturing modality in endo-
scopic surgery.
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